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 
Abstract² Electrochemical and electrical characteristics 
have the potential to help differentiate between, and assess the 
health state of, different biological tissues. However, 
measurement and interpretation of these characteristics is non-
trivial. We propose a new DC galvanostatic sensing method for 
application to laparoscopic cancer surgery. This presents a 
simple and cost-effective measurement coupled with 
straightforward data interpretation. This paper describes the 
electrochemical and electrical theory underpinning the 
technique. Additionally, we describe a measurement system 
employing this technique and present an investigation into the 
feasibility of using it for measuring the resistance of different 
tissue types. Measurements were performed on ex vivo porcine 
liver, colon and rectum tissues. Outputs were consistent with 
theory and showed a significant difference between the 
resistance of the different tissue types, (one-way ANOVA, F(2, 
28) = 1369, p < 0.01). These findings indicate that this novel 
technique may be viable as a low cost method for the 
discrimination and health assessment of tissues in clinical 
scenarios. 
 
I. INTRODUCTION 
Advances in intraoperative imaging and measurement 
systems may facilitate a move toward personalised surgery 
[1, 2]. In this scenario, appropriate sensing would allow real-
time staging and therefore tailoring of surgical procedures to 
the patient [1]. However, there is currently no prominent 
method for delivering relevant real-time information to the 
surgeon intraoperatively. A particular research focus has been 
on the development of intraoperative imaging systems to aid 
in the delineation of anatomical features and localisation of 
cancerous targets [3-6]. A variety of targeted and non-
targeted fluorescent probes are being investigated for image-
guided surgery. Although attractive for ease of application, 
optical imaging methods are dependent on the specificity and 
sensitivity of the probes and are limited by the depth of light 
penetration into tissues [7]. Progression of these probes to the 
clinic is also hampered by delays due the necessary safety 
assurance procedures [3, 6].  
More localised measurements using the mechanical [8] or 
electrochemical (EC) and electrical properties of tissue may 
offer an alternative to imaging and can arguably deliver a 
faster route to surgical integration [9-11]. Electrical tissue 
characteristics, measured using the AC technique of 
Bioimpedance Spectroscopy (BIS), have shown differences 
between healthy and diseased tissues. [10-12]. However, 
 
Research supported by Leeds Cancer Research UK (CRUK) Centre 
(CRUK grant no. 483355). 
J.H. Chandler, D.G. Jayne, A. Neville and P.R. Culmer are with the 
University of Leeds, UK (phone: +44 (0)113 343 2186; fax: +44 (0) 113 
242 461; e-mail: J.H.Chandler@leeds.ac.uk).  
these differences are often target tissue specific and require 
specific frequency range selection and complex electronic 
model analogies to be applied in order to make statistical 
distinction. A DC biogalvanic method for tissue 
characterisation has also been investigated as a means of 
determining the electrical properties of tissue [13]. This 
utilises a tissue-based galvanic cell as a power source and 
characterises an internal resistance, which has shown 
specificity to tissue type and damage [9, 13, 14]. Although 
the simplicity of this DC method and characterisation 
technique is suitable for surgery, it is subject to errors from 
the polarisation of the electrodes and the non-Ohmic 
behaviour of the electrochemical cell [15].  
In this paper, we present a novel method for obtaining DC 
tissue resistance values. The technical development of a 
suitable measurement system has been described and an 
investigation into the feasibility of using the method for 
tissue type differentiation has also been presented. Resistance 
variation, measured using the described method, between ex 
vivo porcine tissues (liver, colon and rectum) has been 
reported and discussed.  
II. THE MULTIPLE ELECTRODE TECHNIQUE 
The proposed measurement technique is applied to a 
standard electrochemical cell connected through a tissue salt 
bridge. This consists of a current carrying electrode pair 
(working (ܹܧ) and counter electrodes (ܥܧ)), and two stable 
reference (potential measurement) electrodes (ܴܧ). 
Application of significant current demand upon an EC cell 
necessitates a change in potential of the current-carrying 
electrodes. For an electrode under a kinetic regime of 
activation control, its overpotential ߟ can be calculated using 
the Tafel equation (1) [16]. This relates the change in 
electrode potential, relative to its equilibrium potential ܧ, to 
the current density of the cell ݆ via the Tafel parameters ܽ and ܾ.  
 ߟ ൌ ܽ െ ܾǤ ݈݋݆݃ 
Assuming a suitable counter electrode is present within 
the cell, the potential difference  ?ܧோாௐா  between the working 
and any reference electrode can be determined as (2). Here 
the terms ߟ௔ௐா and ߟ௖ோா  represent anodic polarisation of the ܹܧ (+ve) and cathodic polarisation of the ܴܧ (-ve) 
respectively. A suitable reference electrode will have a 
stable equilibrium potential (ܧோா) and be highly non-
polarisable relative to the ܹܧ, leading to a negligible 
cathodic ovepotential (ߟ௖ோா ൎ  ?) . For the cell in question, ܴௐா՜ோா  represents the resistance of the tissue salt-bridge 
between the working and reference electrodes. When 
multiplied by the current density, this indicates the potential 
drop across the tissue.  Assuming a non-polarisable and 
$QRYHOPXOWLSOHHOHFWURGHGLUHFWFXUUHQWWHFKQLTXHIRU
FKDUDFWHULVDWLRQRIWLVVXHUHVLVWDQFHGXULQJVXUJHU\ 
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Figure 1. Schematic of the resin mounted four electrode cell 
configuration; dimensions included (all in mm). 
 
 
Figure 2. Four electrode control and measurement system; working, 
reference and counter electrodes shown (WE, RE & CE respectively). 
 
 
Figure 3. Porcine rectal mucosa tissue (ex vivo) during a four-electrode 
test (zero strain condition). 
 
stable reference electrode, calculation of a potential 
difference  ?ܧ from comparison of the ܹܧ potential from 
two reference points yields (3). This crucially allows 
subtraction of the ܹܧ polarisation and leaves a current-
potential relationship equal to a cell resistance (4). It is this 
resistance ( ? ோܴாଵ՜ோாଶ) that is proposed as a useful 
comparative metric for tissue assessment and discrimination 
during surgery.   
  ?ܧோாௐா ൌ ሺܧௐா ൅ ߟ௔ௐாሻ െ ሺܧோா ൅ ߟ௖ோாሻ ൅ ݆ܴௐா՜ோா 
  ?ܧ ൌ  ?ܧோாଵௐா െ  ?ܧோாଶௐா ൌ ݆ሺܴௐா՜ோாଵ െ ܴௐா՜ோாଶሻ 
  ?ܧ ݆ ? ൌ  ? ோܴாଵ՜ோாଶ ൌ  ? ܴ 
The theoretical prediction of (3) is that measurement of 
the difference between the ܹܧ responses, measured from 
two separated reference electrodes, for a controlled current 
flow will give a linear correlation. The gradient of the ܧ vs ܫ 
plot will represent the difference in resistance for the two 
resistive pathways from ܹܧ to the respectiveܴܧ. 
III. MATERIALS AND METHOD 
To evaluate the feasibility of measuring cell resistance 
using the described method, a set of electrodes and a control 
and measurement system were developed. The simplest 
configuration of 4 electrodes was employed for initial testing. 
Extruded zinc wire (99.9 % pure) with a 1 mm diameter was 
used for the counter and reference electrodes. The working 
electrode was extruded copper wire (99.9 % pure) with a 1 
mm diameter. The electrode size was selected to allow for 
significant electrode separation without inducing a large cell 
size. Copper wire was soldered onto the back of each 
electrode to form connection to the external control and DAQ 
devices. The electrode set was configured to the desired 
separation and set into non-conductive resin (VaridurTM, 
Buehler, USA), leaving the end face of the electrode wires 
exposed. The electrode faces were wet ground to 1200 grit 
and rinsed with distilled water prior to each test. Fig. 1 shows 
the configuration of the manufactured electrode set.   
To allow control of the current between the working and 
counter electrodes a commercial potentiostat was employed 
(CompactStat, Ivium Technologies). This was configured to 
operate galvanostatically, thereby inducing electrode 
polarisation through control of the cell current. The potential 
differences between working and reference electrodes were 
recorded using a standard data acquisition device (NI 
myDAQ, National Instruments). Custom software 
(LabVIEW, National Instruments) was used to allow 
synchronisation, measurement and control of the system. Fig. 
2 shows the developed system in relation to the electrode 
configuration of Fig. 1. Current and voltage data from the 
system were recorded at 10 Hz.  
An investigation into the feasibility of using the method 
to measure the resistance of different tissue types was 
performed. Measurements were taken on ex vivo porcine 
liver, colon and rectum. Animals used were bred and 
sacrificed in accordance with UK Home Office regulations 
(Animals [Scientific Procedures] Act 1986). Each specimen 
was tested using the same electrode geometry over ten 
repeats. Initial testing indicated that excessive pressure can 
lead to tissue damage, with an associated drop in measured 
resistance. Tissue-electrode contact was therefore controlled 
to a minimal strain condition as shown in Fig. 3.  
An initial investigation was performed to establish a 
suitable current range for experimentation. A single colon 
specimen was tested across a set of current ranges. Fig. 4 
presents example data from a single measurement taken at 
the median current range of 3-63 µA. Based on these initial 
findings, for tissue type testing, current levels were controlled 
in a step-wise fashion from 3-13 µA over a 10 s period with a 
  
 
Figure 4. (a) polarisation response for reference electrodes, and (b) 
corresponding voltage vs current resistance characterisation. 
 
 
Figure 5. Results for ex vivo porcine liver, colon and rectum tissues 
showing (a) mean normalised measured voltage difference vs current 
(shaded region indicates range from repeats), and (b) mean calculated 
resistance ± SD (n = 10). 
 
current step of 1 µA. Prior to current stepping the cell was 
held at the starting current value for 5 s to allow for electrode 
stabilisation. Each tissue type was tested over 10 repeats. The 
voltage-current response for the electrodes was characterised 
using a linear regression fit (LabVIEW, National 
Instruments) to define the tissue resistance. A statistical 
comparison of the tissue types was performed (one-way 
ANOVA) in order to establish if resistance is specific to the 
tissue types tested. 
IV. RESULTS 
Typical tissue measurements showed a separation in 
measured potential differences as a function of time (current) 
for the two reference electrodes, Fig. 4(a). It can be seen that 
the reference closest to the working electrode (ܴܧ ?) shows a 
lower potential than the more distant electrode (ܴܧ ?). The 
difference between these two voltages was proposed as being 
proportional to the difference in resistance of the current 
pathways from the working electrode to the respective 
reference. Fig. 4(b) shows that this resistive difference is 
approximately constant, delivering a linear relationship 
between the voltage differences and cell current. Linear 
regression analysis showed a high quality fit (ܴଶ > 0.99) 
across tissue types.  
Repeat resistance measurements measured on each tissue 
type are shown within Fig. 5(a). Linearity is shown with low 
variability induced across repeat measurements (shaded 
region). The gradients of each tissue type are shown to be 
distinct. Fig. 5(b) summarises the mean ± SD (n=10) for each 
tissue type. A one-way ANOVA shows significant difference 
between the resistance of the different tissue types, F(2, 28) = 
1369, p < .01.    
V. DISCUSSION 
Testing across different ex vivo porcine tissue types has 
demonstrated the proposed resistance characterisation 
methodology. Through control of the cell current and 
comparison of the response of the working electrode as 
viewed from two electrical reference points, a tissue 
resistance has been determined. The stepwise response of the 
reference voltages during measurement (Fig. 4(a)) shows that 
the current steps induce a significant and measureable 
alteration in the working electrodes potential. The theoretical 
prediction of this response being linearly proportional to cell 
current is apparently upheld.  
The extension of the methodology to different tissue types 
has shown resistance variation. In order of increasing 
resistance, rectal, liver and colon tissues showed a range from 
550-2300 ȍ. A particularly distinct difference is shown 
between the colon and rectum tissues which may not be 
expected as they are anatomically connected. These tissues 
do however, differ in muscle wall structure. In addition, it is 
possible that the relatively thin colon tissue may alter the 
current pathway under the electrode configuration tested, 
leading to an increased resistance. Detailed correlation of this 
resistance to the cellular structure of the tissues is beyond the 
scope of this paper. However, the resistance values recorded 
are likely to be influenced by the fat content and salt 
concentration of the respective tissues.  
A number of key assumptions were made in establishing 
the theoretical framework of the technique. Primarily, the 
difference in measurements between reference electrodes 
assumes that these electrodes are ideal, with a fixed and 
  
stable potential. No reference electrode can meet these 
criteria, including the zinc metal material used in this study. 
Upon closer inspection however, this assumption may be 
relaxed to a point where the reference electrode potentials 
only need to be stable and only during the measurement 
process. Any relative separation of the reference potentials 
would shift the measured voltage differences in the ordinate 
axis but leave the gradient, and therefore the resistance, 
unchanged. As the copper working electrode is more readily 
polarised relative to zinc [15], and current flow is directed 
through a separate counter electrode, minimal alteration of 
the reference electrodes is expected. Any relative shifts in 
reference potential would propagate as deviation from a 
linear voltage-current trace, which has not been seen. 
A second consideration of the theoretical assumption is 
that of the working electrode kinetic behaviour. The 
overpotential relationship proposed within (2) employs the 
Tafel equation, modelling the reduction process as activation 
controlled. Cathodic polarisation of copper in a aqueous or 
tissue salt bridge system shows mass-transport limitation at 
relatively small overpotentials (~100 mV), [15]. This 
therefore invalidates (2) over much of the potential range 
induced within this study. However, it is only the (Tafel) 
model of the working electrode overpotential that is invalid. 
Moving from (2) to (3) requires cancellation of the 
overpotential. Ignoring the actual electrode overpotential 
relationship, and assuming it is the same from both reference 
electrodes, its value may still be cancelled leading to an 
equally valid (4) and therefore characterised resistance. In 
addition to kinetic considerations, this cancellation is also 
applicable in the case of time-dependent effects suggesting 
measurement rate independence of the technique.  
The results presented within Fig. (5) show specificity for 
tissue type based on resistance and not resistivity. A simple 
comparison using volume conductor assumptions shows AC 
liver tissue resistance to be approximately 100 times greater 
than found within this study [17]. However, the volume 
conductor assumption is not appropriate for the electrode 
configuration utilised, and BIS tissue resistivity values are 
typically frequency dependent [10]. The comparative metric 
for this study was therefore left as tissue resistance. 
Investigation into the influence of cell geometry on the 
determined resistance is required and may be coupled with 
numerical modelling to allow for appropriate conversion to 
resistivity.  
Testing indicated temporal sensitivity in measurement of 
< 1ȍ. When applied to tissues in vivo, with a continuous 
blood supply and improved hydration, lower resistance 
values would be expected. It is therefore necessary to 
determine if this sensitivity will be sufficient for in vivo 
health discrimination. It is proposed that relative testing may 
form the most appropriate protocol, where diseased tissue is 
assessed relative to an identified and measured healthy 
subject-specific baseline. Application to ex vivo tissues has 
however shown specificity to tissue type, and the stability 
and potential scalability of the technique make it a suitable 
candidate for integration into surgical tools for real-time 
tissue assessment.       
VI. CONCLUSION 
The novel technique presented allows for characterisation 
of a DC based tissue resistance. The arrangement of the 
electrodes delivers mitigation of a number of electrochemical 
phenomena that would otherwise skew the determined 
resistance. Application of the technique to tissues has shown 
specificity to tissue type across liver, colon and rectum. 
These findings indicate that the presented technique may 
offer a viable low cost method for tissue assessment within 
clinical scenarios such as laparoscopic surgery. 
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